AMENDMENT NO. 2 SEPTEMBER 1994 
TO 
IS 10538 : 1983 SPECIFICATION FOR KITCHEN 
KNIFE TERMINAL DEVICE FOR ARTIFICIAL LIMBS 


(Page 1, clause 3 ) — Add the following new sentence at the end: 


‘Alternatively, any other equivalent material may be used.' 


(MUD 10) 
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